[Critical evaluation of quantitative immunoglobulin determination in the calf].
From 3 calves fed with a single limited amount of colostrum 68 blood serum samples were tested comparatively by single radial immunodiffusion (RID) and by nephelometry for their IgG1-, IgA- and IgM-content. In comparison with nephelometry the commercial available RID kits seemed to be insufficient due to deficient agarose plates, difficulties in diluting, and weak reference sera. The results obtained by RID, therefore, were not comparable with those obtained by nephelometry which should be optimized, too.